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W-CORE II REUSABLE BIOPSY INSTRUMENT

INSTRUCTION FOR USE:

It is a reusable full automatic biopsy instrument used for obtaining histological core samples from soft tissue and organs. W-Core II is
full automatic biopsy instrument with adjustable throw between 15mm and 22mm.

INDICATIONS: It is used for obtaining histological core samples from soft tissue and organs.

CONTRAINDICATIONS: This instrument should be used by a physican trained in interventional techniques and familiar with the
possible  side effects  typical  findings,  limitations,  indications  and contraindications  of  biopsy procedures.  Physician judgement  is
required when considering biopsy on patients with bleeding disorder or receiving anti-coagulant medications

CAUTIONS: Not Sterilizied. Reusable. It must be used only in hospitals by physicans familiar with the device and procedures. It
must  be  cleaned  and  sterilized  after  each  patient.  Check  the  working  mechanism  of  the  biopsy  instrument  after  sterilization
procedures.  Do  not  clean with  bleacher  or  any  other  chemical  reagents.  The  biopsy  instrument  can  be  cleaned  by  enzimatic
detergents with warm water. Be sure that it is dried entirely after cleaning. The biopsy instrument can be sterilized with ethylene oxide
and autoclave. Before sterilization, the instrument must be cleaned carefully.

STERILIZATION INSTRUCTIONS:  Sterilize  either  by  autoclave or  ethylenoxide.  Prior  the  sterilization instrument  should  be
cleaned and placed in appropriate packaging materials.
Although cycle conditions and time will wary, typical conditions for autoclave are; 121°C for 40 minutes or 132°C for 15 minutes and
EO sterilization; temperature 40°C to 60°C; relative humidity 30% to 70%, gas concentration and exposure time dependent on type of
vessel.
For correct implantation: Please double check device function and possible damage and do not use if the device is damaged.

BIOPSY PROCEDURE:

1. Charge the b opsy nstrument 2 t mes as shown. (F g.1)

2. Open the cover and nsert the needle w th remov ng spacer. (F g.2)

3. Adjust the penetrat on depth (15mm or 22mm). (F g.3)

4. Sw tch the safety button from “S” to “F”. (F g.4)

5. Press the f re button to take sample. (F g.5)

6. Charge the nstrument one t me to open sample notch for tak ng sample out. (F g.6)

NOTE:   These nstruct ons are NOT meant to def ne or sugest any med cal or surg cal techn que. The nd v dual pract t oner  
s respons ble for the procedure and techn questo be used w th th s dev ce.
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